
MK3 Refill Creation – Quick Guide 
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Volume Check

4
If necessary, fully cover 

pack adhesive with clear 

Scotch tape

Verify pills and correction 

tape are not covering 2D 

barcodes on first pack
3Remove remaining packs 

& other patient information
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5 Open lid from bottom
With label attached 6

Install roll into refill
Heat seal side down

7
Route strip through refill 

feed path

Align strip and install under brake
Ensure pouch is not skewed or misaligned when viewing bottom of refill8

9 Install lid and bottom 

security label 10 Print and install any customer 

labels in areas indicated

Final inspection
Scan QR code for 

additional details
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Align to 

front of refill

Install under 

brake
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Inspect
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